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Reference: 92433578-FA  28 October 2019 
 
 
 
 

Urgent Field Safety Notice - Urgent Medical Device Recall 
Emerge™ Monorail™, NC Emerge™ Monorail PTCA Dilation Catheters 

Guidezilla™ II Guide Extension Catheter 
Agent™ Paclitaxel Coated PTCA Balloon Catheters 

 
 
 
Dear «Users_Name», 
 
 
Boston Scientific is initiating a voluntary removal of certain dilation and extension catheters. 
Specific batches of these catheters may have missed the hydrophilic coating step, which creates 
a lubricious surface on the devices, during the manufacturing process.  
 
Use of an impacted device could lead to increased frictional forces during device deliverability and 
withdrawal resulting in a procedural delay to exchange the affected device. Additionally, the 
potential for vessel trauma exists, however there have been no reports of patient injury associated 
with missing hydrophilic coating. There is no additional follow up needed for patients who have 
already been treated with affected devices as those in scope of this action are not implanted. 
 
Our records indicate that your facility received some of the concerned product.  
The Attachment 1 below provides a complete list of all affected products, including Product 
Description, Material Number (UPN), Batch numbers, GTIN,  and expiration date. Please note that 
only the devices listed below are affected. No other Boston Scientific product is involved in 
this Field Safety Notice. 
 
Further distribution or use of any remaining affected product should cease immediately.  
 
 
INSTRUCTIONS: 
 
1- Please immediately discontinue use of the Boston Scientific product reported in the list 
and remove all of the affected units from your inventory, regardless of where these units are 
stored in your facility. Segregate the units in a secure place, pending return to Boston Scientific. 

 
2- Please complete the attached Verification Form even if you do not have any product to return.  
 
 
 
 
 

http://www.bostonscientific.com/
http://www.bostonscientific.com/


 

            Page 2 of 6 

 
 
 
 
 
3- When completed, please return the Verification Form to your local Boston Scientific office 
for the attention of «Customer_Service_Fax_Number» on or before xx November 2019. 
 
4- If you have products to return, please package them in an appropriate shipping box and 
contact «Customer_Service_Tel» of your local Boston Scientific office, to arrange return.  
 
5- Please pass this notice to any healthcare professional from your organization that needs to be 
aware and to any organization where the potentially affected devices have been transferred (If 
appropriate). Please provide Boston Scientific with details of any affected devices that have been 
transferred to other organizations (if appropriate).  
 
 
 
 
Your Competent Authority is being notified of this Field Safety Notice. 
 
 
We regret any inconvenience that this action may cause, and we appreciate your understanding 
as we act to ensure patient safety and customer satisfaction. 
 
 
If you have any questions or would like assistance with this Field Safety Notice, please contact 
your local Sales Representative. 
 
 
Yours sincerely, 
 

 
 
Marie Pierre Barlangua    Attachment: Verification Form 
Quality Department  
Boston Scientific International S.A.  
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Reference: 92433578-FA  28 October 2019 
 
 
 
 
 

Field safety notice - Øjeblikkelig tilbagekaldelse af medicinsk 
anordning 

Emerge™ Monorail™, NC Emerge™ Monorail PTCA-dilatationskatetre 
Guidezilla™ II guide extension kateter 

Agent™paclitaxel coated PTCA-ballonkatetre 

 
 
 
 
Kære «Users_Name», 
 
 
Boston Scientific har startet en frivillig tilbagekaldelse af visse dilationskatetre og guide 
extensionkatetre. Specifikke batches af disse katetre har i fremstillingsprocessen muligvis ikke 
gennemgået det hydrofile coating trin, som skaber en smørende overflade på enhederne.  
 
Brug af en berørt enhed kan føre til øget friktion under indføring og tilbagetrækning af enheden, 
hvilket resulterer i en procedureforsinkelse for at udskifte den berørte enhed. Derudover giver det 
potentiel risiko for kartraume, men der er ikke indberettet patientskader i forbindelse med 
manglende hydrofil coating. Der er ikke behov for yderligere opfølgning af patienter, der allerede 
er blevet behandlet med berørte enheder, da de enheder, der er omfattet af denne handling, ikke 
er implanteret. 
 
Vore optegnelser viser, at din enhed har modtaget nogle af de omfattede produkter.  
Den følgende tabel (bilag 1) er en komplet liste over alle tilbagekaldte produkter, herunder 
produktbeskrivelse, materialenummer (UPN), GTIN, Lot-numre og udløbsdato. Bemærk venligst, 
at det kun er nedenstående produkter der er påvirkede. Intet andet produkt fra Boston 
Scientific er involveret i denne tilbagekaldelse.   
 

Yderligere distribution eller brug af ethvert resterende produkt berørt af denne sag skal høre 
op omgående.   
 
 

 
INSTRUKTIONER: 
 
1- I bedes med øjeblikkelig virkning standse brugen af de Boston Scientific  produkter der 
er angivet i listen over omfattede produckter, og fjerne alle de berørte enheder fra jeres lagre, 
uanset hvor disse enheder opbevares i jeres bygninger. Isoler enhederne et sikkert sted, og afvent 
returnering til Boston Scientific. 
 
2- Udfyld venligst den medfølgende bekræftelsesblanket også selvom I ikke har nogle af de 
omfattede produkter.  
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3- Når bekræftelsesblanketten er udfyldt, sendes den via fax til den lokale Boston Scientific 
kundeservice til «Customer_Service_Fax_Number»før den xx november 2019. 
 
4- Hvis du har produkter, der skal returneres, så pak dem i en passende forsendelsesæske og 
kontakt «Customer_Service_Tel» hos din lokale Boston Scientific kundeservice, for at 
arrangere tilbagesendelsen. 
 
5--Lad denne meddelelse gå videre til alle sundhedsfaglige medarbejdere indenfor jeres 
organisation, der har behov for at være opmærksomme på dette og til enhver organisation, hvortil 
potentielt påvirkede produkter kan være overført (hvis relevant). Giv venligst Boston Scientific  
oplysninger  om ethvert omfattet produkt, der er overført til andre organisationer (hvis relevant). 
 
 
 
Din kompetente myndighed er ved at blive underrettet om denne tilbagekaldelse. 
 
 
Vi beklager enhver ulejlighed som denne aktion måtte medføre, og vi sætter pris på jeres 
forståelse, da vi handler for at sikre patientsikkerheden og kundernes tilfredshed. 
 
Skulle du have nogle spørgsmål eller ønsker du hjælp med denne tilbagekaldelse af en 
medicinsk anordning, så kontakt din lokale salgsrepræsentant. 
 
Med venlig hilsen, 
 

 
 
Marie Pierre Barlangua    Vedlagt: Bekræftelsesformular 
Quality Department  
Boston Scientific International S.A.  
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 

Bilag 1 – liste over produkter 
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Dette er en liste over alle berørte produkter. Se din Reply Verification Tracking Form for at få 
oplysninger om det specifikke materialenummer (UPN) og de batches, du har modtaget. 

 
Produktbeskriv

else 
Materialenummer 

(UPN) 
GTIN-nummer Batch Udløbsdato 

Emerge™ PTCA-
dilatationskateter   

H7493918915150 8714729806189 20361236 31-10-2019 

H7493918915150 8714729806189 22619082 03-05-2021 

H7493918912200 8714729806080 21362152 06-07-2020 

H7493918915200 8714729806196 20985435 04-04-2020 

H7493918915200 8714729806196 22416559 19-03-2021 

H7493918912250 8714729806103 20524227 31-12-2019 

H7493918912250 8714729806103 22402212 15-03-2021 

H7493918912250 8714729806103 22909685 06-12-2020 

H7493918912300 8714729806127 22374160 09-03-2021 

H7493918912300 8714729806127 22532219 16-04-2021 

H7493918912300 8714729806127 22760617 05-02-2021 

H7493918912300 8714729806127 23021557 11-01-2021 

H7493918912300 8714729806127 23181062 10-09-2021 

H7493918912300 8714729806127 23578933 16-04-2021 

H7493918915300 8714729806233 23924000 04-02-2022 

H7493918915350 8714729806257 23901505 30-01-2022 

H7493919315150 8714729799993 24088574 07-03-2022 

H7493919312200 8714729799894 21311605 23-06-2020 

H7493919312200 8714729799894 23960557 11-02-2022 

H7493919312200 8714729799894 23975925 13-02-2022 

H7493919312200 8714729799894 24112926 12-03-2022 

H7493919315200 8714729800002 21308852 23-06-2020 

H7493919315200 8714729800002 21309387 23-06-2020 

H7493919315200 8714729800002 21363021 06-07-2020 

H7493919315200 8714729800002 23989173 15-02-2022 

H7493919320200 8714729800118 23272477 27-09-2021 

H7493919320200 8714729800118 23324727 08-10-2021 

H7493919308200 8714729799788 24112923 12-03-2022 

H7493919312250 8714729799917 23881230 25-01-2022 

H7493919312250 8714729799917 23881291 25-01-2022 

H7493919312250 8714729799917 24088571 07-03-2022 

H7493919312250 8714729799917 24143068 18-03-2022 

H7493919315250 8714729800026 20909603 15-03-2020 

H7493919315250 8714729800026 22734757 29-05-2021 

H7493919315250 8714729800026 23047327 03-08-2021 

H7493919315250 8714729800026 23946181 07-02-2022 

H7493919315250 8714729800026 24151134 19-03-2022 

H7493919320250 8714729800132 20452512 30-11-2019 

H7493919320250 8714729800132 20669615 15-01-2020 

H7493919320250 8714729800132 23408005 24-10-2021 

H7493919312300 8714729799931 22799195 12-06-2021 

H7493919315300 8714729800040 23272475 27-09-2021 

H7493919315300 8714729800040 23541254 20-11-2021 

H7493919320300 8714729800156 21500615 08-08-2020 

H7493919320300 8714729800156 23518523 15-11-2021 

H7493919315350 8714729800064 24133473 15-03-2022 

H7493919415120 8714729799702 23364688 16-10-2021 



 

            Page 6 of 6 

 
 
 
 

Produktbeskriv
else 

Materialenummer 
(UPN) 

GTIN-nummer Batch Udløbsdato 

NC Emerge™ 
PTCA-

dilatationskateter 
af monorail 

H7493926712250 8714729846376 23541260 25-03-2021 

H7493926712270 8714729846383 22294873 24-06-2020 

H7493926715300 8714729846529 21327739 02-11-2019 

H7493926712320 8714729846406 24119876 16-07-2021 

H7493926715350 8714729846543 23998683 23-06-2021 

H7493926708350 8714729846284 21333639 03-11-2019 

H7493926712400 8714729846437 23998680 23-06-2021 

H7493927612200 8714729847076 24119885 16-07-2021 

H7493927612250 8714729847090 22119751 14-05-2020 

H7493927615270 8714729847236 23511693 19-03-2021 

H7493927615270 8714729847236 23584725 02-04-2021 

H7493927615300 8714729847243 23436304 04-03-2021 

H7493927615300 8714729847243 23541268 25-03-2021 

H7493927615320 8714729847250 23931831 10-06-2021 

H7493927612350 8714729847137 23479019 12-03-2021 

H7493927612350 8714729847137 23874443 29-05-2021 

H7493927612350 8714729847137 24133485 18-07-2021 

H7493927608350 8714729847007 23808016 16-05-2021 

H7493927608400 8714729847021 21865055 14-03-2020 

H7493927612500 8714729847175 22690879 21-09-2020 

Guidezilla™ II-
guide 

extensionkateter 

H7493933515060 8714729939450 23485544 10-02-2021 

H7493933515060 8714729939450 23933296 10-05-2021 

H7493933515060 8714729939450 23947883 12-05-2021 

H7493933515060 8714729939450 24137846 17-06-2021 

H7493933515070 8714729939474 21305995 25-09-2019 

H7493933515070 8714729939474 24201181 30-06-2021 

Agent™ PTCA-
ballonkateter med 
paclitaxel coating 

H74939222272010 8714729831570 13448H19 07-04-2021 

 
 
 


